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ABSTRACT   
Due to the unique vibrational/rotational frequencies in the mid infrared (MIR) fingerprint region, which scans from 500 
to 1500 cm-1, molecules can be assuredly identified and quantified. Thus integrated on-chip mid infrared spectroscopic 
systems, with low power consumption and high performance, would show great value for numerous applications, such as 
medical diagnosis, astronomy, chemical and biological sensing or security. Different solutions can be envisioned as on-
chip integrated spectrometers, such as Fourier-Transform spectrometers, echelle gratings, or arrayed waveguide gratings. 
Integrated spatial heterodyne Fourier-Transform spectrometer (SHFTS) shows relaxed fabrication tolerances while 
applying a phase and amplitude correction algorithm. Meanwhile, it provides high optical throughput and high spectral 
resolution compared with AWG or echelle gratings. However, up to now in the literature, most of the development of 
Fourier-Transform based spectrometer is based on silicon-on-insulator operating in the near infrared typically at 1.55 µm 
wavelength. Thereby the development of integrated Fourier-Transform spectrometer operating in the MIR covering the 
wide fingerprint region is highly desirable. In this work, we experimentally demonstrate the first polarization insensitive 
Fourier-Transform spectrometer operating in the mid infrared beyond 5 µm wavelength. The fabricated FTS which is 
based on the graded-index Ge-rich SiGe platform, contains 19 Mach-Zehnder interferometers with a linearly increasing 
path difference. A spectral resolution better than 15 cm-1 has been demonstrated within an unprecedented spectral range 
of 800 cm-1 (5 to 8.5 µm wavelength).   
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1. INTRODUCTION  
Benefiting from the unique absorption in the mid-infrared fingerprint region, molecules can be assuredly identified and 
quantified directly through their transmission spectra without any additional reference process. It is thus particularly 
interesting to investigate on-chip integrated mid-infrared spectroscopic systems providing low power consumption, high-
performance and multi-detection. A great potential for many applications is foreseen, such as medical diagnosis, 
chemical and biological sensing, and environmental monitoring to name a few [1–3]. Different solutions can be 
envisioned as integrated spectrometers, such as Fourier-Transform spectrometers (FTS) [4,5], echelle gratings [6], or 
arrayed waveguide gratings (AWG) [7]. Integrated spatial heterodyne Fourier-Transform spectrometers (SHFTS) show 
relaxed fabrication tolerances while applying a phase and amplitude correction algorithm. Meanwhile, it provides high 
optical throughput and high spectral resolution compared with AWG or echelle gratings .. 
Integrated SHFTS typically relies on an array of Mach-Zehnder interferometers (MZIs) with linearly increasing path 
lengths to implement the spatial heterodyne spectroscopy. The input signal is retrieved using a correction algorithm 
through either the spatial-dependent interferogram [4] or temperature-dependent interferogram [8] of the spectrometer. 
Up to now, most of the demonstration of integrated Fourier-Transform spectroscopy are based on the silicon-on-insulator 
platform which provides a mature technology for the near-infrared or short-wave infrared (SWIR) operation. From all 
the investigation in literature, state-of-the-art integrated SHFTS have shown narrowband operation mainly at 1.55 µm 
range [4,5,8,9] and SWIR wavelength range below 4 µm wavelength [10]. Moreover, the operation is limited to single 
polarization because of the polarization dependence of beam splitter performances. However, controlling the polarization 
  
 
 
 
 
of collected light is challenging  especially for specific applications such as space satellites or unmanned aerial vehicles 
[11].Dual polarization spectrometer is thus highly desirable. 
 While the SOI platform is typically limited to near-infrared and SWIR wavelength ranges, alternative materials have 
been used to demonstrate integrated photonics circuits operating at longer wavelengths in order to cover the wide 
fingerprint region in the mid-infrared range. Recent achieves include III-V-based wavelength multiplexer [12], 
chalcogenide waveguides and micro-disk resonators [13,14], suspended silicon waveguide [15], AWG and 
supercontinuum generation on Ge-on-Si [16,17], and SiGe alloy [18–20]. Most recently, we demonstrated a Ge-rich 
graded-index SiGe platform exhibiting an ultra-wideband operation in the LWIR wavelength range [21–28]. The Ge-rich 
graded-index SiGe platform shows i) extended transparency demonstrated up to 8.5 µm, and potentially up to 15 µm; ii) 
high versatility of optical engineering ; iii) high 3
rd
 order nonlinearity. 
In this paper, we present the experimental results of an integrated SHFTS implemented in the Ge-rich graded-index SiGe 
platform, operating in an unprecedented wideband wavelength range in the LWIR between 5 µm (2000 cm
-1
) to 8.5 µm 
(~1170 cm
-1
) wavelengths, and working both for transverse electric (TE) and transverse magnetic (TM) polarizations. 
The developed SHFTS shows an experimental resolution of 12 cm
-1 
(14.5 cm
-1
) for TE(TM) polarization and a free 
spectral range of 132 cm
-1
. 
2. DESIGN AND FABRICATION 
The SHFTS implementation is based on an 11-µm-thick Si1-xGex graded layer where the Ge concentration is linearly 
increasing from 0 to 0.79 (Si0.21Ge0.79) along the growth direction. A 2-µm-thick constant layer Si0.2Ge0.8 is then 
deposited at the top of the graded layer. The waveguides are 4 µm wide and the etching depth is 4 µm, providing 
propagation losses of around 2.5 dB/cm from 5 to 8.5 µm wavelengths for both TE/TM polarizations [24]. Multimode 
interferometers (MMI) are used as beam splitter. 
 
Figure 1. Optical microscope image of a part of the MIR spatial heterodyne Fourier-Transform spectrometer, (inset) SEM 
image of a multimode interferometer. 
The integrated SHFTS is implemented as an array of 19 asymmetric MZIs in an area of 1.5 cm
2
 using a multi-aperture 
configuration to provide high output throughput. Figure 1 shows the optical microscope image of the fabricated 
spectrometer and the scanning electron microscopy (SEM) image is shown in the inset of figure 1. The optical path 
difference (OPD) is introduced by each asymmetric Mach-Zehnder interferometer and is linearly increasing to a 
maximum path-length difference of Lmax. The device FSR and resolution () can be determined by the maximum path 
difference and the number of MZIs (N) through the following equation with a unit of cm
-1
: 
max
1
GL n
 

      (1) 
2
N
FSR

       (2) 
  
 
 
 
 
where nG is the group index, FSR represents the repetition property of the spectrometer while performing the signal 
retrieval process. A maximum path difference is set of 178.6 µm with a number of MZIs of 19, a theoretical resolution of 
13.8 cm
-1
 and a FSR of 132 cm
-1
 can be thus obtained. 
3. CHARICTERIZATION RESULTS 
The fabricated SHFTS has been characterized through a free-space configuration using external cavity-based tunable 
quantum cascade lasers covering the 1170-2000 cm
-1
 (5 to 8.5 µm) spectral range. The laser operates in a pulsed regime 
of 100 kHz repetition rate, and a maximum mean power of 15 mW at 1540 cm
-1
 (~6.5 µm) in TM polarization. A rotator 
is used at the output of the laser source to switch the polarization in TE while performing the measurement in TE 
polarization. The measurement is performed by butt-coupling in and out of each MZI by means of aspheric ZnSe lenses 
and on-chip adiabatic tapers. The transmission is then measured by an HgCdTe photodetector. The waveguide 
propagation losses and insertion loss for each MMI in the entire spectral range are compatible with previous works 
[24,25]. 
 
Figure 2. Experimental transmittance of each 19 MZIs for the fundamental transverse electric (TE) mode in the 
interferometer array of the spectrometer. 
The operation principle of the SHFTS is the following : when an unknown input signal is sent at the SHFTS input, the 
transmission of each MZI is measured, forming the interference matrix. The input spectrum can then been reconstructed 
by means of Moore-Penrose algorithm through the multiplication of the  interference matrix with the pseudo-inverse of 
the transformation matrix of the SHFTS. The Moore-Penrose algorithm provides effective correction of phase and 
amplitude errors arising from fabrication imperfections [4]. The transformation matrix is constructed in a preliminary 
stage, by recording the transmission spectrum of each MZI. A 3-step data processing is used to remove imperfections 
from the raw measurements, like the frequency dependence of the laser power: 1) normalization of MZI transmission by 
straight waveguide response; ii) subtraction of the mean value of the transmittance; iii) division by the envelope 
wavefunction.  
The calibrated transformation matrix constructed for TE polarization is shown in figure 2.The Littrow frequency where 
all MZIs reach maximum transmission can be observed clearly for frequencies of 1185, 1450, and 1715 cm
-1
, separated 
by two times the FSR of the device. This measurement gives a clear evidence of low phase distortion, proving the 
robustness of the Ge-rich SiGe waveguides to fabrication imperfections. The spectral retrieval for a monochromatic input 
is performed along the full operation range for both TE/TM polarizations, the retrieved spectra is shown in figure 3(a) 
and (c). The reported Ge-rich SiGe SHFTS allows spectral retrieval in a range of 800 cm
-1
. It is worth to note that a 
  
 
 
 
 
spectral range narrower than the device FSR has been considered for the retrieval process. A Gaussian function is 
applied in the spectral domain in order to reduce truncation ripple. The SHFTS resolution which is measured as the full 
width at half-maximum (FWHM) of the retrieved spectrum, are equal to 12 cm
-1
 (TE) and 14.5 cm
-1
 (TM) as shown in 
figure 3(b) and (d). 
 
Figure 3. Experientially retrieved spectra for a monochromatic input scanned between 1170 and 1950 cm-1 for TE (a) and 
TM (c) polarizations; measured FWHM of the retrieved signals in TE (b) and TM (d) polarizations, respectively. 
Finally, a spectral retrieval has been repeated a few week later, using the same calibrated transformation matrix built in 
previous experiment, to evaluate the robustness of the fabricated device. Indeed, both the device resolution and possible 
temperature variation of the chip, which is not controlled in our setup, could affect the retrieved spectrum. Comparing 
the peak wavelength of retrieved spectrum with input wavelength, the error in frequency is always below 2 cm
-1
 in the 
entire experimental band. 
4. CONCLUSION 
In conclusion, we demonstrated a dual-polarization spatial heterodyne Fourier-Transform spectrometer based on Ge-rich 
graded-index SiGe waveguides. An unprecedented operational range of 800 cm
-1
, with a FSR of 132 cm
-1
 has been 
reported. The experimental resolution is below 15 cm
-1
 for both TE/TM polarizations in the considered wavelength range 
from 5 µm (2000 cm
-1
) to 8.5 µm (~1170 cm
-1
). The observation of Littrow wavelength shows a good robustness of the 
device design and fabrication against fluctuations of the waveguide effective index and optical path. This first 
demonstration of on-chip mid-IR FTS paves the route for the future investigation of robust, cost-effective and high 
performance multi-detection spectroscopic systems in the LWIR. 
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